Objective: To analyze statistically results obtained between biomechanical assays on fixation of femoral neck fracture type Pauwels III, on synthetic bone, using 7.5 mm non parallel cannulated screws and control group. Methods: Ten synthetic bones from a national brand were used. Test group: fixation of 70 o tilt femoral neck osteotomy was performed using three 7.5 mm non parallel cannulated screws. We analyzed the resistance of this fixation with 5 mm of displacement, and rotational deviation (phase 1) and with 10 mm offset (phase 2). Control group: the models were tested in their integrity until the femoral neck fracture occurred. Results: the values of the test group in phase 1, in sample 1-5 had a mean of 517N and SD = 96N. Rotational deviations showed a mean of 3.79° e SD = 2. 03°. In phase 2, mean was 649N and SD = 94N. The values of the maximum load in the control group were : 1544N, 1110N, 1359N, 1194N,  1437N ; respectively. Statistical analysis between the groups showed a statistically significant lower value in the test group. Conclusion: the analysis of mechanical resistance between the groups has determined statistically significant value for the test group. Level of Evidence III, Case-control Study.
INtrODUctION
Among the diseases of the musculoskeletal system, hip fracture has high complication rates, regardless of surgical implants in orthopedics. Approximately 20-24% of elder patients die in one year after a femoral neck fracture, pointing out the gravity of this injury. 1 Costs regarding this type of injury in 60 year old patients are expected to reach 1.2 billion Dollars in 2025, and the number of hip fractures is estimated to grow in absolute numbers to 6.3 million per year up to 2050, 80% of those patients being of the feminine gender. 1 Pauwels' classification for femoral neck fracture was originally published in 1935 and it has been used by orthopedic surgeons since. This classification is based on the angle formed by the fracture tract. 2 Bartonicek, in 2001, reviewed Pauwels classification and stipulated categories, considering the following as reproducible: Pauwels I, when the fracture angle is lower than 30°, Pauwels II, angle between 30 and 50°, and Pauwels III, when the angle is higher than 50°. 3 The main methodology for the treatment of hip fractures is surgical, with a variability of methods of internal fixation and / or arthroplasty. 4, 5 Fixation with three parallel screws, although it is already a disseminated methodology in our midst, its use in femoral neck fracture requires scientific evidence to demonstrate its effectiveness on treatment of unstable fractures. 5 
Asnis
6 described the fixation method of femoral neck fracture with cannulated screws in the configuration of an inverted triangle, one in the lower portion of the neck and two other screws in the anterior and posterior portions, respectively, in this fixation order. 6, 7 Nowakowski et al. 2 in a biomechanical study assessing various synthetic methods for Pauwels type III fracture in synthetic bone, describes in one of his groups using non parallel cannulated screws obtaining, in this group, unfavorable results, when compared to other groups. It is believed that the ideal implant for fractures of the femoral neck should follow some basic criteria, such as: 1) provide excellent results in simple or complex fractures of the femoral neck; 2) providing instrumental that allows the surgeon to perform excellent reduction; 3) allow compression of the fracture; 4) provide angular stability and prevent or minimize the shortening of the femoral neck; 5) allow minimally invasive incision; The objective of this study is to perform a statistical analysis of the values obtained in mechanical tests on synthetic pre osteotomized bones, simulating a Pauwels type III fracture fixed with three non-parallel cannulated screws and control group.
MAtErIAls AND E MEthODs
Ten proximal synthetic femur bones from a national brand and same batch were used. They were divided into two groups, test and control. The test group consisted of five 200mm synthetic bones with their integrity still intact, a fact that would allow anatomic reduction and optimization of compression on the fracture site after osteotomy. Three 7.5mm cannulated screws were introduced not parallel. Initially a central upper screw positioned in the medial-lateral portion at a distance of 20mm distal to the apex of the greater trochanter, perpendicular to the fracture line, were inserted. After inserting the screw top, there was the insertion of two parallel distal screws in the femoral head, at the height of the apex of the lesser trochanter, on the medial-lateral portion of the femur. The first screws inserted were the parallel ones, then the posterior screw with cortical support, and the second, parallel to that, at the most anterior portion of the femoral neck. All screws are positioned 5 mm from the articular surface. For correct positioning of the fixation, fluoroscopic control in AP and lateral during each step of the procedure was performed. After this step, the screws were removed, and osteotomy was performed at 70º in relation to the horizontal axis with a prefabricated template so that there were angular differences between the tested bones, simulating a Pauwels type III fracture. All models were X-rayed after fixation for assessment of the reduction and placement of screws. (Figures 1A, B and 2A) The analysis of the mechanical assay of the test group was divided into two phases: the fixation strength within 5 mm displacement ( Figure 2B ), the fixation strength at 10mm displacement (Step 2 - Figure 2C ) and evaluation of the rotational deviation (Phase 1 Figure 3 -A, B). The control group, which was formed by five synthetic models with 125mm long bones, was tested intact until the fracture of the femoral neck. (Figure 4A , B). Determined in this way, a value in Newton (N) at the exact time of occurrence of fracture, which in the authors's view is the minimum load that should be supported by the synthesis method to allow early mobility and ambulation with load, without loss of reduction or synthesis failure. Both groups were tested on the test machine MTS (Materials Testing System) 810 -FlexTest 40 (USA) with a capacity of 100 kN at an application load rate of 200 mm/min. A load cell capacity of 10kN calibrated and tested was used in the assay. (Figure 5 ) The statistical method used was Mann-Whitney's 9 for comparison of the maximum force (N) between the control group and test group. The nonparametric method was used since the maximum force is not normally distributed (Gaussian distribution), due to the small sample size analyzed in each group. The criterion for determining statistical significance was set at 5%. Statistical analysis was performed with the SAS 6:11 software (SAS Institute, Inc., Cary, North Carolina).
A B C rEsUlts
Test Group: The value of load in Newtons (N) applied until the fracture displacement in 5 mm (Phase 1) was 512N, 400N, 660N, 468N, and 543N, respectively, for samples 1 to 5. These values presented a mean value of 517N and a standard deviation of 96N. The amount of load to the displacement of fracture by 10 mm (Phase 2) in Newtons (N) applied to five samples were, respectively, 640N, 555N, 801N, 593N, and 655N. The mean value was 649N and standard deviation 94N. The values of the rotational deviation in degrees measured at the end of the first phase, were, respectively: 7.16º, 3.60º, 3.27º, 3.29º, and 1.64°, presenting mean value 3.79° and standard deviation 2.03º. (Table 1 and Figure 6 ) Control group: The load values in Newtons (N) applied until frac- Figure 5 . Machine used at the assays. A B 1544N, 1110N, 1359N, 1194N and 1437N , respectively, presenting a mean value of 1329N and standard deviation of 177N (Table 2 and Figure 7 ) The Mann-Whitney 9 test revealed that the test group showed maximum force at 10 mm displacement significantly lower than the control group (p = 0.009). (Figure 8 ). 
DIscUssION
The fixation of femoral neck fractures with multiple screws has a high rate of complications when analyzing femoral neck shortening, which causes poor postoperative functional level and patient dissatisfaction. 8 Alves describes the uncertainty of the changes caused in the abductor moment that affects directly shortening of the cervix. He also reports that the greater the shortening, the greater the failure and decline, a reason why this occurs. Patients submitted to surgical treatment of femoral neck fracture, despite new evidence, show high mortality rate (20%) and a rate of revision surgeries of about 35%. In view of this, and since there is still the need to develop new and better implants, with better quality and new techniques, that provide the patient with femoral neck fracture better results. Hip arthroplasty is the most accepted method for treatment of femoral neck fracture by 47% of hip surgeons, instead of internal fixation, for elderly patients. However, in young patients we should always prioritize osteosynthesis, even in displaced and unstable fractures. Anatomical reduction is considered by half the surgeons as the most crucial point to a good outcome of the surgical treatment for this disease, independently of the fixation metho used. 3 Frandsen et al. and Zlowodzki et al. determined that, however the classification used, and due to the low reproducibility showed between them, it is important to determine the instability degree of the fracture, which depends on communication between the fracture and the fracture angle, in order to determine the best treatment method. [11] [12] During the last decade, with the advent of fixed angles instrumental, there was an improvement in the results of treatment of metaphyseal, diaphyseal and some periarticular fractures. In contrast, fractures of the femoral neck are not part of this evolution regarding internal fixation. 1 The adverse outcomes are associated with advanced age, cognitive impairment, social inactivity and bone quality. 10 In a recent study, from 89% to 69% of surgeons believe that the shortening caused by femoral neck fracture reduces the abductor function and functional loss of the patient, respectively. 12 The use of non-parallel cannulated screws emerged in order to annul the shear strength existing on unstable angular fractures, described as the main reason for complications in these fractures treated with cannulated parallel screws or sliding screw, however Parker, in 1991, already described that this method also evolved with complications, 13 confirming the results shown in this article. The choice of synthetic bone was determined to provide comparable biomechanical properties between the groups, eliminating variables. Thus, we removed possible changes inherent to human bones, which would make the evaluation of the fixation methodology arguable, due to their non-uniform characteristics (bone density, diameter and length).
cONclUsION
There is statistical significant difference between the control group, synthetic bones without synthesis, and the test group, synthetic bones with Pauwels type III fractures fixed with cannulated non parallel screws (p = 0.009). The fixation of Pauwels type III fracture with cannulated not parallel screws in synthetic bones allowed a rotational deviation of 3.79º, on average.
